
Product Information Table:  

 

The following table indicates the patient circuit lot numbers being recalled. The patient circuit lot 

number can be found on a label attached to the humidifier cartridge of each individual circuit. 

NOTE: Do not reference the Lot # on the outside of the circuit box.  

 

Recalled Patient Circuit Lot #’s  

 

12C092  12E211  12H330  

12C102  12E224  12H349  

12C115  12F241  12I362  

12C125  12F254  12I371  

12C136  12F271  12I397  

12D159  12G279  12J413  

12D172  12G290  12J430  

12D189  12G307  12J448  

12E204  12G321  12K457  

 


